A new approach is proposed to identify gait events in non-laboratory environments with a single inertial measurement unit (IMU) embedded inside shoe. The aim of our work is to develop a useful clinical tool for monitoring individuals walking disability and detect specific pathological gait patterns. Temporal parameters of gait are determined by classification of accelerations and angular velocities. Wavelets denoising of IMU signals allows for an important amount of information that is exploited in different manners for event identification. It was found that wavelet denoising enhanced specific turning points which could effectively identify gait events. The method is verified by comparing the results of video-based motion capture system and force plates as conventional standards. This portable gait-monitoring system allows for versatile application beyond gait laboratory.
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Introduction:
In the past year 2009, about 2.2 million nonfatal fall injuries were reported among older adults and were treated in emergency departments and more than 581,000 of these patients were hospitalized (CDC, 2010) . Also, in the year 2007, over 18,000 older adults died from fall injuries (CDC, 2010) . A recent survey by Liberty mutual research institute for safety ranks falls as the second leading cause of disabling injury and number of falls remain at same level since last decade and cost about $8.37 billion each year. Falls due to locomotive impairment cause a serious hazards to elderly, which has a lately become a public research interest (Maki, Holliday, & Topper, 1991; Ohtaki, Sagawa, & Inooka, 2001 ). Normal and pathological gait analysis in laboratory surroundings are performed using expensive instruments such as optokinetic measurement systems for measuring lower extremity movements and force plates for measuring ground reaction forces. However, these measures are costly and time consuming, rely on patient recall and may not accurately reflect functional ability in the patient's home environment and thus have limited validity. In order to prevent falls, there is a serious need to identify an individual's personal risk of falls in the same environment and situations in which they actually live. In the past decade, several researchers have used accelerometers and gyroscopes to detect gait events and spatiotemporal characteristics (Aminian, Najafi, Bula, Leyvraz, & Robert, 2002; Auvinet et al., 2002; Pappas, Popovic, Keller, Dietz, & Morari, 2001; Sabatini, Martelloni, Scapellato, & Cavallo, 2005; Tong & Granat, 1999) . An accelerometry based analysis has proved to investigate individual characteristics of locomotion in daily living environments (Aminian et al., 1999; Aminian, Robert, Jequier, & Schutz, 1995) . In the present study, we have tried to achieve this goal by using a wireless IMU embedded inside the shoe sole. The nature of sensor inside shoe enables measurements in an natural setting during normal walking in daily life. Information obtained represents subjects capability as well as what a subject actually does while walking. The morphology of IMU signal has been used for recognizing kinematic events (Aminian, et al., 1999; Lau & Tong, 2008; Pappas, et al., 2001 ). This identification step gives a full picture and detailed information about the temporal gait parameters like heel off (HO), heel strike (HS) and toe off (TO). In order to support the clinical decision making, IMU signal must be clearly represented and filtered, to remove out all noises and artifacts from the signal. IMU signals are non-stationary and need denoising, and an efficient technique for non-stationary signal processing is wavelet transform. The wavelet transform can be used as a decomposition of a signal in the time-frequency scale plane. Until now all previous work in the field of gait characteristics and its analysis using accelerometers and gyroscopes have involved digital filters (FIR or IIR) and adaptive filter methods to remove noise. However, digital filters and adaptive filter methods can be applied to signals whose statistical characteristics are stationary. Another major interest of this work is to shed some light to the IMU signal noise reduction using wavelet transform. Wavelets give a superior performance in IMU signal denoising due to properties such as sparsity and multiresolution structure. Discrete wavelet Transform (DWT) for a particular choice of mother wavelet yields an efficient representation of a particular IMU signal class. Signals in the class are well-described using a few large transform coefficients. Also the unstructured noise which is present in accelerometer and gyroscope signals fails to be efficiently represented by discrete wavelet transform (DWT). Due to the orthogonality of the DWT, such noise sequences makes on average, equal contributions to all transform coefficients. Any given noise sequence is expected to yield many small-valued transform coefficients. These small valued details are left out and only amplitude is considered for signal reconstruction. This idea is used in our work as a means of denoising signals from IMU. 
Materials and Methods :
Right shoe sole was cut out and alginate mold was poured in to the sole to make a tight fix for the sensor in two pair of shoes of different sizes (Figure 2 ). IMU used is TEMPO 3.1 which is manufactured in collaborative research with inertia team in UVA (Barth, Hanson, Powell, & Lach, 2009) . It consist of MMA7261QT tri-axial accelerometers and IDG-300 (x and y plane gyroscope) and ADXRS300 as z-plane uniaxial gyroscope. The data acquisition was carried using a bluetooth adapter and computer through a custom built LabView VI (Barth, et al., 2009 ). Signal Processing: The wavelet transform is used as a signal decomposition and inverse discrete wavelet transform as signal reconstruction technique in the time-frequency scale plane. In wavelet transform, the original signal is transformed using a selected mother wavelet. Using pilot hit and trial testing of various mother wavelets we figured out that daubechies family wavelet (db10) were beneficial in highlighting gait events. In discrete case like ours the wavelet transform is modified to filter bank tree structure using the decomposition / reconstruction at different decomposition levels for accelerometer and gyroscope signals. Basically, decomposition of the signal into the basis of wavelet functions implies the computation of the inner products between the signal and the prototype functions, leading to a set of coefficients called wavelet coefficients. The signal can consequently be reconstructed as a linear combination of the prototype functions weighted by the wavelet coefficients. But here in our denoising protocol we have set all detail coefficients to zero and carried on reconstruction of the signal (Figure 1) . Thus, only the approximation coefficients are used in an inverse wavelet transformation to reconstruct the data-set. The mother wavelet ψ(t) is defined as Where h(k) are the scaling coefficients. The wavelet transform represents the decomposition of a function into a family of wavelet functions. Subjects : A total of ten subjects participated in our complete study. Experiment part I consisted of development and verification of five participant gait event detection algorithm with motion analysis system in Locomotion Research Laboratory, situated at Virginia Tech. Five subjects (two females and three males, 26±3 years) volunteered for this study. The experimental procedures were explained to all participants and informed consent was obtained individually before the experiment. Only healthy college students volunteered for this study, although there was no exclusion criteria but our study was limited to participants with two shoe sizes. Two TEMPO (IMU) nodes were used in the experiment. The TEMPO node inside the shoe was started and each subject was asked to don the shoes with a TEMPO node inside the right shoe sole. Another TEMPO sensor was mounted on the right wrist of the subjects. Five infra-red markers were placed on right toe, right heel, right lateral malleolus and right lateral epicondyle and right ulnar stylus bony landmarks. Two force platforms (BERTEC #K80102, Type 45550-08, Bertec Corporation, OH 43212, USA) were embedded in the middle of the walkway. A six-camera ProReflex system (Qualysis AB, Gothenburg, Sweden) and the force plates were used to obtain kinematics and kinetics of the lower extremity during gait on the walking platform. Participants were asked to tap quickly near the right wrist and start walking on a (15m X 1.5m) walkway. This was conducted in order to synchronize the TEMPO signals with the Ulnar stylus infra red marker which were temporally synchronized with Force plates by a custom built LabView VI. The sampling frequency for marker data and force plates and TEMPO was set to 120Hz. Zero phase digital filtering was performed on marker position data and force platform data using low pass butterworth filter. The cut-off frequency chosen was 6Hz. In experiment part II we recruited five more participants (four males and one female, 19.6±0.5 years). The algorithm developed was further tested on these five participants and gait parameters were determined. All the kinematics and kinetic data were collected using the camera and force plate settings described above to calculate various temporal gait parameters. Denoising method: When we decompose a data set using wavelets, we use filters that act as averaging filters and others that produce details which are some of the resulting wavelet coefficients corresponding to details in the data set. If the details are small, they might be omitted without substantially affecting the main features of the data set. In our proposed algorithm for denoising we have ignored the idea of thresholding, and set all detail coefficients to zero. Thus only the approximation coefficients are used in an inverse wavelet transformation to reconstruct the data set. Simple three steps of denoising algorithm that used the wavelet transform are Step 1. Calculate the wavelet transform of the noisy signal;
Step 2. Discard the noisy wavelet detail coefficients;
Step 3. Compute the inverse transform using the approximation coefficients ( Figure  1 ). Accelerometer signals were decomposed by mother wavelet db6 (Daubechies family (Daubechies, 1988) ) at level 2 and gyroscope signals were decomposed using db10 at level 3. A matlab routine was created using mallat's algorithm of discrete wavelet transform (Mallat, 1989) .
Gait Event Identification:
Gait cycle is divided into four gait phases: stance, heel off, swing and heel-strike (Pappas, et al., 2001 ) and along with these phases toe off event was detected (Figure 3) . The transitions between these phases was identified by denoising IMU signals with various wavelets and signal decomposition to different levels after off-line processing and testing of numerous experimental data (Figure 4) . Heel strike events were identified using denoised acc-x signals from the TEMPO (Figure 5 ) when acc-x is greater than 1g and the slope of the signal was greater than 0.45 units, the point was identified as heel strike. These criteria for identification of heel strike were found reasonable since there is sudden decline in foot acceleration in sensitive X direction of IMU (axis's shown in figure 2) during heel strike and slope of 0.45 is a measure of minimum rate at which the acceleration in this direction drops. There is always some component of gravity influencing the accelerometer sensitive axis's and thus magnitude greater than 1g seemed reasonable. Stance phase: Stance phase is the interval from heel strike to heel off. Heel off phase: The start of heel off phase is the instant after heel strike when the inclination of the heel with respect to ground exceeds a given threshold angle of 2⁰ degrees obtained by integration of denoised gyro-y signals from the segmented data set between two consecutive heel strikes with integration start point as when gyro-y signal is one standard deviation below its mean of the data segment (Figure 7) . Previous study by Pappas and his group used a similar criteria of threshold angle of 3º but their placement of gyroscope was at heel and outside shoe (Pappas, et al., 2001) . The heel off phase continues till the toe off event. Swing phase: Swing phase starts after the toe off event occurs. Toe off event is the peak angular velocity (gyro-Y) between the two consecutive heel strikes after the heel off event.
Results and Discussion: In proper interpretation of gait pathology, there is a requirement for quantification and comparison with established normal limits. Temporal parameters of gait such as stance time and swing time as percentages of gait cycle enable data comparison, since individuals walk at varying speeds. The presented methodology is successful in denoising IMU signals to an extent which play an important role in event identification.
Figure 5: Heel strike event identification using denoised Acc-X and verification using heel marker and forceplate. The results of our experiment II showed that our algorithm is not only reliable but are also robust during walking (Table 1 ). An advantage of using IMU is that the data can be collected continuously and the subject is not required to stay in 3D space as such to be detected by camera. Thus, our study establishes particular approach to fit IMU signals that has non stationary clinical gait information. Also, experimental results show that our noise reduction algorithm exhibits much better performance in gait event identification which is comparable to that in laboratory environment (Table 1) . This work would lay foundation in clinical assessment of normal and pathological gait in nonlaboratory environments.
